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Learn More About

Generic Dip Card Drug Testing Kits

1. Remove 1Screentest from foil pouch at room
temperature. Take off the cap revealing the
testing stirips,

2, Immerse test vertically in the uning sample for at
least 10 - 15 seconds. Do not allow the specimen
to touch the device housing,

3. Read at five (3) minutes.
Results stable up to four (4)hours
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Interpretation of Results:
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